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Indwelling catheter for subcutaneous use
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115mm

Point of insertion 
check through 
transparent window

Injection port for 
multiple subcutaneous 
injections

Soft and flexible 
18 mm cannula 
for angled 
insertion

Breathable adhesive stays 
securely in place during 

physical activities
Please note: This guide only illustrates some of the steps to follow when inserting insuflon™ 
and it is not a substitute for reading the instructions for use which comes with the product.

When initially trying a new indwelling catheter, we recommend this to be done under the 
supervision of a healthcare provider.

How to use insuflon™

Remove the needle guard. Insert insuflon™ on your clean 
insertion site by creating a skin 
fold and choosing an insertion 
angle as recommended by your 
healthcare provider.

Place the adhesive over the 
indwelling catheter making sure 
that the point of insertion is visual 
through the transparent window of 
the adhesive. Remove the rear part 
of the adhesive backing paper.

Remove the front part of the 
adhesive backing paper.

Remove the 
introducer needle.

Massage the adhesive 
thoroughly into the skin.

Note: Dead space in the 
cannula corresponds to 
approximately 0.5 unit 
of U100.

EDUCATING TOGETHER with Unomedical 

– helps you choose the right connection. 
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